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Indian Standard 

SPECIFICATION FOR 
TEST SIEVES 

PART 1 WIRE CLOTH TEST SIEVES 

( Third Revision ) 

0. FOREWORD 

0.1 This Indian Standard ( Part 1 ) ( Third Revision ) was adopted by 
the Indian Standards Institution on 20 February 1985, after the draft fina- 
lized by the Sieves, Sieving and Other Sizing Methods Sectional 
Committee had been approved by the Civil Engineering Division Council. 

0.2 This standard was first issued in 1953 and revised in 1962 and 1978. 
The 1978 revision of this standard was published in three parts, namely, 
Part 1 dealing with wire cloth test sieves; Part 2 dealing with perforated 
plate test sieves and Part 3 dealing with methods of examination of test 
sieves whether made from wire cloth or perforated plates for determining 
their compliance with Part 1 and Part 2 of this standard. The revision of 
this standard (Part 1) has been taken up in view of the experiences gained 
during the course of implementation of this standard and also to bring it 
in conformity with the following International Standards published by 
the International Organization for Standardization ( ISO ): 

ISO 565-1983 Test sieves— Woven metal wire cloth, perforated plate 
and electroformed sheet — Nominal sizes of openings. 

ISO 3310/1-1982 Test sieves—Technical requirements and testing— 
Part 1 Test sieves of metal wire cloth. 

0.3 In this revision the number of aperture sizes have been considerably 
increased. The Committee while revising the standard felt that the change 
in the sieve sizes above 5-6 mm from R 20 series in 1962 version to R 40/3 
in 1978 has created difficulties in the implementation, as was evident frofn 
the various comments received from the users, since no time period was 
given for change-over for modifying the test procedure and specification 
iollowed at various levels for over 15 years. The sieve sizes specified in 
1962 version are still in vogue. The Committee, therefore, decided to per- 
mit these sieve sizes given in 1962 version temporarily for a period of 
about 5 years with suitable precautionary note in the standard so that 
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users could get acquainted with the new sizes along with the old sizes and 
take appropriate steps to switch over to the R 40/3 sizes in course of their 
use. It is intended to withdraw the additional sizes in the next revision of 
the standard because the international standard ISO 565*1983 recom- 
mends that the principal sizes should be used where possible, but where 
a closer series is required, it should be drawn from one of the supplemen- 
tary series only that is R 20 or R 40/3, and not from both. The Committee 
also felt the need for discouraging the use of non-ISO sizes. The British 
standard, ASTM and other overseas specifications have recommended 
ISO sizes to facilitate international coordination. Therefore, there is grea- 
ter need for the adoption of the preferred sizes given in this standard. 

0.3.1 Further, in this revision the material requirements for wire cloth 
as well as frames have been clearly specified. The thickness of covers and 
receivers have been modified. Mild steel has been deleted from the mate- 
rials for wire cloth and frame and the requirement for effective sieving 
surface also modified. The 100-mm sieve frames have not been recommen- 
ded now for wire cloth sieves. 

0.4 This standard contains 9.1 under which the purchaser is required to 
supply certain information with enquiry and order for procurement of test 
sieves to suit his requirements. 

0.5 For the purpose of deciding whether a particular requirement of this 
standard is complied with, the final value, observed or calculated, express- 
ing the result of a test or analysis, shall be rounded off in accordance with 
IS : 2-1960*. The number of significant places retained in the rounded off 
value should be the same as that of the specified value in this standard. 



1. SCOPE 

1.1 This standard ( Part 1 ) covers test sieves, with screening medium of 
woven-wire cloth, for use in testing in the classification of materials 
according to particle size. 

1.2 It applies to test sieves having aperture sizes from 125 mm down to 
0032mm ( 32 /*m ). 

2. DESIGNATION 

2.1 Test sieves of metal wire cloth are designated by the nominal size of 
aperture of the wire cloth, followed by the inscription ' IS Sieve \ 

Examples: 

a) 5*60-mm IS Sieve 

b) 425-/im IS Sieve 



•Rules for rounding off numerical values ( revised ). 
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2.2 Nominal aperture sizes of 1 mm and above, as well as their associated 
tolerances and wire diameters, are expressed in millimetres ( mm ) and 
for aperture sizes smaller than 1 mm, these are expressed in micrometres 

(fun). 

3. SIEVING MEDIUM 

3.1 Materials for Sieving Media — The wire-cloths for test sieves shall 
be manufactured from any of the materials given in Table 1. Plated or 
coated wires shall not be permitted in the test sieves. 

Notx — The grades of the materials used shall be declared by the manufac- 
turer, if so desired by the purchaser. 

TABLE 1 MATERIALS FOR WIRE CLOTH 

Sl Material Coxto*mixq to Ranou of Apbbtukb 

No. Size for Which 

Suitable 

(I) (2) (3) (4) 

i) Phosphor bronze IS : 7608 1975* Less than 250 (ira 

ii) Brass IS : 44l3-198lf 250 (im to 16 mm 

iii) Stainless steel IS : 6528-19721 All sizes 

•Specification for phosphor bronze wires ( for general engineering purposes ). 

fSpecification for brass wires for general engineering purposes ( first revision ). 

{Specification for stainless steel wire. 

3.2 Wire Diameter — After the cloth is mounted in the sieve the aver- 
age wire diameter at different positions across the sieving surface shall be 
uniform in order that the limits on aperture size can be obeyed. The 
preferred wire diameters d ( see Fig. 1 ) and the permissible range of 
choice of wire diameters d m$x and rf mJn arc given in col 5 , 6 and 7 of 
Table 2. 

3.3 Weave — Wire cloth shall be woven to produce uniform square aper- 
tures within the tolerances given in 3.4. All aperture sizes apply for plain 
weave, but for aperture sizes of 63 pm and smaller, twilled weave is 
permissible for aperture sizes of 4*00 mm and greater the wire shall be 
crimped before weaving. 

3.3.1 Perpendicularity of Wires — If the purchaser requires a tolerance on 
perpendicularity, this shall be included in the order. No tolerance on per- 
pendicularity of warp and weft wires is specified in this standard since 
users' requirements may differ according to the material to be tested. A 
tolerance of ± 3° from perpendicularity may be acceptable in many cases 
and a visual inspection of general appearance of perpendicularity is accep- 
table in other cases. It should be recognized that a test should apply to 
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the general directions of the warp and weft wires over several apertures 
and not to a single aperture. 



TABLE 2 APERTURE TOLERANCES AND WIRE DIAMETERS 








{Claws 3.2 and 3.4.1) 
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Notb 1 — Sizes indicated by 'f' havebeenpermittcdtemporarilyonly.lt is 
intended to withdraw thesr sizes in the next revision of th<* standard. Tiie users are, 
therefore, advised to switch-over toother sizes permitted in table in due course of 
their use. 

Note 2 — Sizes indicated by ' * ' are the principal sizes of ISO 565-1983. 
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3.4 Aperture Tolerances 

3.4.1 The nominal aperture Wand tolerances, X> Tand Z as given in 
col 1, 2, 3 and 4 or Table 2 shall apply separately to the warp and weft 
directions* They shall apply to the aperture sizes as measured on the 
centre lines of the aperture (set Fig. 1 ). 



w 



w — width of aperture 
4 « diameter of wire 
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Fio. I Points op Measurement of Aperture Width 



3.4.2 No aperture size shall exceed the nominal size by more than Jf. 

3.4.3 The average aperture size shall not depart from the nominal size 
by more than ± T. 

3.4.4 Not more than 6 percent of the total number of apertures shall 
have sizes between 'nominal + Jf* and 'nominal + £\ 

3.4.5 When a sieve has less than 50 apertures, not more than 3 aper- 
tures shall fall within the limits of 'nominal + X f and 'nominal -f £\ 

4. TEST SIEVE FRAME 

4.1 Material — The frames of test sieves shall be manufactured from 
any of the materials given in Table 3. 

None — The grades of the materials usrd shall be declared by the manufacturer, 
if so d< sired by the purchaser. 
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TABLE 3 MATERIALS FOR TEST SIEVE FRAMES 








( Ciaust 4.1) 
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H) 
iii) 
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and above 


IV) 


Electroplated steel sheet 
sheet material 


: IS:5I3-I973§ 





♦Specification for cold rolled brass sheet, strip and foil ( third revision ). 
fSpecification for stainless steel sheets and strips. 
^Specification for galvanized steel sheets ( plain and corrugated ). 
Specification for cold rolled carbon steel sheets ( stcond uvisUn). 
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4.2 Shapes and Sizes — The commonly used shapes and sizes are given 
in Table 4 ( seeVig. 2). 

Note — The use of special size and shape frames, however, are to be discoura- 
ged where the standard frames can be used. 



€ 




Fio. 2 Dimensions of Frame for Test Sieve 

4.3 It is recommended that the 200 mm round frame should be used as 
far as possible, especially for wire cloth up to 1 mm nominal aperture size. 
For large aperture sizes the 300 mm round or square sieve may be 
required, or even larger sieves of 450 mm size for aperture sizes greater 
than 25 mm and large sample quantities. 

Not* — The shape and size of the sieve have little effect on the results of 
sieving operation. 
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4,4 Cover and Receiver — When specified by the purchaser a cover 
and receiver shall be provided for sieves, of the same metal and thickness 
as the sieve frame ( see Fig. 3 ). The cover of ihe sieve shall be double 
walled. The depth of the receiver shall be equal to the dimension ( C ) 
specified in Table 4. 



^~4-x- 




RECEIVE R- 



Fio. 3 Nest or Test Sieves with Cover and Receiver 

5. FINISH 

5.1 The sieving surface, frame receivers, and covers, shall be smoothly 
finished. Seal between frame and sieving medium shall be so formed as to 
prevent lodging of the material to be sieved. There shall be no lacquer 
on surfaces which come into contact with a sample. 

6. NESTING 

6.1 The test sieves shall nest snugly with each other and with the lid and 
receiver of the same shape and size. 
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7. MOUNTING 

7.1 The wire doth shall be so mounted in the frame as to be held firmly 
and equally taut in all directions without any distortion of the mesh. 

8. TESTING 

8.1 Each of the wire cloth test sieves shall be tested to meet the require- 
ments of this standard. The apertures of the test sieves shall be examined 
in accordance with IS : 460 ( Part 3 )-1985*. If calibration test is requi- 
red to be performed, it shall be clearly stated in the enquiry and prder. 

9. INFORMATION TO BE SUPPLIED BY THE PURCHASER 

9.1 The purchaser should state the following with any enquiry and order: 

a) Designation of the sieve; 

b) Sieving medium : Material; 

c) Frame shape, size and material; 

d) Whether a receiver is required; 

e) Whether a cover is required; 

f) Whether calibration test is to be performed; and 

g) Whether statement on wire diameter is required, 

10. MARKING 

10.1 A label shall be fixed to the frame of each sieve complying with this 
standard, legibly marked with the following information ( see Fig. 4 for an 
example of the label ). 



„ I STAINLESS STEEl WIRE 

75 I BRASS FRAME 

mm t Mo 12345 

I 

| XYZ ft CO. 



IS SIEVE 



Fig. 4 Typical Illustration op Specimen Label 

a) Designation ( The figures shall be bold, and easily readable at the 
left hand side of the label ) ; 



• Specification for test sieve* : Part 3 Methods of examination of apertures of test 
sieves ( third rtvision )» 

12 
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b) The material of the wire cloth; 

c) The material of the sieve frame; 

d) The maker's name or trade-mark; 

e) An identification number; and 

f) The wire diameter, when the purchaser requests. 

10.2 Each test sieve may also he marked with the Standard Mark. 

10*3 The use of the Standard Mark is governed by the provisions of Bureau of 
Indian Standards Act, 1986 and the Rules and Regulations made thereunder. 
The details of conditions under which the licence for the use of Standard Mark 
may be granted to manufacturers or producers may be obtained from the Bureau 
of Indian Standards. 
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Southern C I T Campus. IV Cross Road. CHENNAI 6001 13 254 13 15 

tWestem Manakalaya, E9, MIDC, Behind Marol Telephone Exchange, 832 92 95 
Andhen (East), MUMBAI 400093 

Branch Office*; 

Pushpak'. Nurmohamed Shaikh Marg, Khanpur, AHMEDABAD 380001 550 13 48 

Peenya Industrial Area 1 st Stage, Bangalore-Tumkur Road. 839 49 55 
BANGALORE 560058 

Commercial-cum-Office Complex, Opp Dushera Maidan. E-5 Arera Colony, 72 34 52 
Bitten Market BHOPAL 46201 6 

62/63 t Ganga Nagar, Unit VI BHUBANESWAR 751001 40 36 27 

5th Floor, Kovai Towers. 44 Bala Sundaram Road, COIMBATORE 641018 21 88 35 

Plot No 58, Neelam Bata Road, NIT, FARIDABAD 121001 542 82 61 

Savttn Complex. 116 GT Road GHAZIABAD 201001 471 1998 

53/5 Ward No 29. R G Barua Road, 5th By-iane Apurba Sinha Path, 54 1 1 37 
GUWAHATI 781003 

5-8-56C, L N Gupta Marg, Nampally Station Road, HYDERABAD 500001 320 10 84 

E-52. Chrtranjan Marg. C- Scheme, JAIPUR 302001 37 38 79 

1 17/418 B, Sarvodaya Nagar, KANPUR 208005 21 68 76 

Seth Bhawan, 2nd Floor, Behind Leela Cinema, Naval Kishore Road, 21 89 23 
LUCKNOW 226001 

NIT Budding, Second Floor. Gokulpat Market, NAGPUR 440010 52 51 71 

Mahabir Bhawan. 1st Floor, Ropar Road. NALAGARH 174101 214 51 

Patiiputra Industrial Estate, PATNA 60001 3 26 28 08 

Rrst Floor, Plot Nos 657-660: Market Yard, Guttekdi, PUNE 41 1037 426 66 59 

Sahajanand House' 3rd Floor, Bhakttnagar Qrcle, 80 Feet Road, 37 62 61 
RAJKOT 360002 

TC.No 14/1421, University P O PaJayam. THRUVANAN7HAPURAM 695034 322104 



•Sales Office is at 5 Chowringhee approach, P O Pnncep Street, 237 10 85 

KOLKATA 700072 

t Sales Office a at Novefty Chambers, Grant Road, MUMBAI 400007 309 65 28 
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